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Abstract. The cosmic ray muon tomography gives an access
to the density structure of geological targets. In the present
article we describe a muon telescope adapted to harsh envi-
ronmental conditions. In particular the design optimizes the
total weight and power consumption to ease the deployment
and increase the autonomy of the detector. The muon tele-
scopes consist of at least two scintillator detection matrices
readout by photosensors via optical fibres. Two photosensor
options have been studied. The baseline option foresees one
multianode photomultiplier (MAPM) per matrix. A second
option using one multipixel photon counter (MPPC) per bar
is under development. The readout electronics and data ac-
quisition system developed for both options are detailed. We
present a first data set acquired in open-sky conditions com-
pared with the muon flux detected across geological objects.
1 Introduction
The abundance and the large energy range of the atmospheric
muons (Gaisser and Stanev, 2008), combined with the fact
that the muons interact only weakly with matter, make them
an appropriate probe for attempting tomographies of kilome-
ter scale geological objects (Barrett et al., 1952). The atten-
uation of the flux of muons propagating through geological
layers (Gaisser and Stanev, 2008) provides information on
the averaged density along the muon trajectories inside the
rock volume (Nagamine, 2003).
Muon radiography has first been applied in the seventies
for archaeological investigations in the Egyptian Chephren
pyramid (Alvarez et al., 1970). Later, theoretical considera-
tions on the feasibility of muon radiography in mining engi-
neering appeared in the geophysical literature (Malmqvist et
al., 1979). The idea of muon radiography in volcanic stud-
ies first appeared in 1995 (Nagamine, 1995; Nagamine et al.,
1995) and further development in a detector design and a data
analysis method has been worked out (Tanaka et al., 2003).
The first muon radiography of a volcano was obtained by
Tanaka et al. (2005). These pioneering studies, soon fol-
lowed by further experiments, aimed at detecting both spatial
and temporal variations of density inside volcanoes (Tanaka
et al., 2009, 2010 and reference therein).
We develop cosmic ray telescopes designed for imaging
geological targets with a thickness of rock between 50 and
1500 m. The detection time from each measurement loca-
tion has to remain less than six months, to construct in a
few years a tomography of the object. This method allows
the detection of objects with a spatial resolution between 10
and 40 m, for telescopes with an angular resolution of about
0.1 rad. The density variations detectable with such a method
could be as low as 3 %, depending on the rock opacity as well
as on the respective sizes of the target and the heterogeneities
(Lesparre et al., 2010). Some first acquisitions have to be re-
alised in open sky conditions to control the telescopes’ bars
efficiency and calibrate their set-up (Lesparre et al., 2012).
The feasibility of muon radiography is now well estab-
lished, and the present challenge is to perform full 3-D to-
mography by placing muon telescopes all around the ge-
ological target to obtain the multi-directional ray coverage
necessary to solve the inverse problem of 3-D tomography
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(Mohammad-Djafari and Dinten, 2008). A first study of
this kind was recently performed by Tanaka et al. (2010).
This objective poses a number of practical problems because
many geological targets of interest are explosive volcanoes
with unstable steep topography, located in remote tropical ar-
eas with harsh environmental conditions (Gibert et al., 2010;
Marteau et al., 2011).
In the present paper, we describe cosmic ray telescopes
designed for such field environment. These telescopes are
intended to operate on tropical volcanoes like La Soufrie`re
of Guadeloupe with a relative humidity higher than 95 %,
heavy rains and strong winds. There, most telescope loca-
tions are far from roads and power lines, and the total weight
and power consumption must be low enough to allow both
helicopter hauling and solar panel powering. In this paper we
present the detection system and the data acquisition chain in
Sects. 2 and 3, the mechanical frame and the field condition-
ing equipment (wireless links, solar panels) in Sect. 4 and
the telescope response calibration for open sky conditions in
Sect. 5. Finally, we end with first field measurements.
2 Detection system
2.1 Scintillator bars
Different detection techniques are available: emulsions
(Tanaka et al., 2007), resistive plate chambers (De Asmundis
et al., 2007), micromegas (Giomataris et al., 2006), scintil-
lators (Pla-Dalmau et al., 2001). We retained the scintilla-
tor bars option to build the detection matrices since plastic
scintillators are known to be robust, light, low-cost detectors
particularly well suited to field conditions and actually used
for most studies on volcanoes (Tanaka et al., 2005; Gibert et
al., 2010; Marteau et al., 2011). Furthermore, scintillators al-
low the use of the compact OPERA data acquisition system
described later in the present paper.
The scintillator bars have a rectangular cross-section of
5× 1 cm2 and are co-extruded with a TiO2 reflective coating
and a 1.5 mm diameter central duct to host an optical fibre
for light collection (Pla-Dalmau et al., 2001). The photons
produced in a scintillator bar are indeed collected by a wave-
length shifting (WLS) optical fibre (Bicron BCF 91A MC)
glued with an optical cement (Bicron BC-600) in the central
duct of the bar. The WLS fibres are only polished at one
end since their length (0.8, 1.2 or 1.6 m) is short compared
to the light attenuation length (approximatively 10 m). This
extremity of the fibre is glued in an optical plug designed to
receive either a clear optic fibre (Bicron BCF-98 MC) or a
Multi-Pixel Photon Counter (see Sect. 2.3).
2.2 Matrices set up
The scintillator bars described above are aligned in the or-
thogonal X and Y directions to form a checker-board ar-
rangement constituting a matrix whose 5× 5 cm2 pixels are
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Fig. 1. Top: schematic view of a matrix with 16×16 pixels, an area
of 0.8×0.8= 0.64 m2 and one optical plug at one extremity of each
bar. Bottom: cross-section view.
defined as the intersections of the X and Y bars (Fig. 1).
We built such matrices with 16× 16 and 24× 32 pixels, re-
spectively. The smaller matrices with a size of 0.8× 0.8=
0.64 m2 were the first built to validate the manufacturing
procedure. The larger matrices offer a larger detection area
which reduces the acquisition time for a given angular reso-
lution (Lesparre et al., 2010).
The two X and Y scintillator layers are encapsulated by
1.5 mm thick anodised aluminium plates. The four edges of
the matrix are filled with a black polyurethane resin (Axson
RE-11820-95) to form a compact self-supporting rigid board
protected against light and humidity (Fig. 1). The three alu-
minium sheets are grounded with a common copper adhesive
tape to avoid capacitor phenomena. The total thickness of a
matrix is of about 26 mm for a weight of 25 kg for a 16× 16
matrix. One telescope contains at least two matrices (Fig. 2)
to define the trajectory of a detected particle from the pixels
fired on each matrix. The total aperture angle and the angular
resolution of the telescope may be adjusted by changing the
distance between the matrices. For instance, for distances of
90, 115 and 150 cm, the total aperture angular are of 1.5, 1.2
and 1.0 rad for angular resolutions of 111, 87 and 66 mrad,
respectively.
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Fig. 2. Schematic view of a muon telescope equipped with two
matrices with 16× 16 pixels.
2.3 Photomultipliers
Two types of photomultipliers may be adapted to the matri-
ces. The first type is a 64-channels Multi-Anode PhotoMul-
tiplier (MAPM) connected to the matrix bars through clear
optical fibres, and the second type is for Multi-Pixel Pho-
ton Counter (MPPC or Silicon PM, SiPM) directly connected
onto the optical plugs of the scintillator bars.
MAPM requires clear optical fibres connection to guide
the light from the scintillator bars to the sensor’s entrance
window. Depending on the size of the matrix, up to 64 fi-
bres may be glued in a dedicated cookie which insures the
fibre-to-pixel alignment (Fig. 3). The clear fibres are cov-
ered with a black coat to insure light tightness. The cookie
contains a light diffusing system with a LED to calibrate
in-situ the MAPM response. Although the use of optical
grease (Nuclear Enterprise NE588) increases the coupling
by up to 20 %, the large time-variations and larger gain non-
uniformity which have been observed lead us to prefer a di-
rect contact between the MAPM external window and the
cookie.
Our first telescopes are readout with MAPMs (Hamamatsu
H8804-mod1), compatible with the data acquisition system
already developed for the OPERA Target Tracker experiment
(Adam et al., 2007). The MAPM has a time resolution be-
tween 2 and 5 ns. The gain and pedestal variations measured
on field are lower than 10 % and 1 %, respectively.
The MPPCs (Hamamatsu S10362-11 series ref. 050C and
100C) have very attractive performances in terms of low light
level detection, single photon sensitivity and photon number
resolution power. Their form factor and ceramic packaging
are optimal for the coupling to a scintillator. They fit into the
optical plugs originally designed for the clear fibres used in
the MAPM option.
The use of MPPC allows to improve the signal to noise
ratio and therefore the muon detection efficiency. The ma-
trix design is also simplified since clear fibres are no longer
necessary. This is a clear advantage during all transportation
Fig. 3. View of the clear fibres and the cookie fixed in front of the
MAPM window. The transparent acrylic piece fixed on the cookie
contains a LED used to calibrate the MAPM channels. The front-
end board is also visible.
phases where vibrations may damage the fibres or weaken
the optical connections. Moreover, no cross-talk is gener-
ated at the photomultiplier level. The dark count rate and the
thermal fluctuations of the MPPC performances are the most
critical features for this type of sensor. While the dark count
rate may be controlled by setting a large enough threshold,
the thermal fluctuations may be more difficult to reduce in
outdoor environments. As an example the dark count rate
may double every approximately 9◦C, and high tempera-
ture/humidity may affect the device lifetime.
So the main modification to the sensor which has to be
performed is the integration of Peltier cells to ensure the tem-
perature stability inside the enclosure containing the MPPCs
and a feedback loop in the electronics to finely adjust the bias
voltage according to the changes in temperature. The MPPC
option is currently under final validation, see for instance the
developments in the electronics readout in the next Section.
A MPPC matrix is currently used for tests in our laboratories
and we foresee to include progressively MPPC matrices in
our telescopes, first with MAPM matrices (hybrid option) to
compare the performances between the two readout options
and then as unique detection device.
3 Readout system
3.1 Data acquisition system
Each photomultiplier is readout by two multichannel front-
end chips, one for each direction X and Y. They were de-
signed in the AMS BiCMOS 0.8 µs technology at the Lin-
ear Accelerator Laboratory (LAL IN2P3 Orsay, France) for
the OPERA experiment (Lucotte et al., 2004). A total time
of 12.8 µs is required to readout a MAPM after reception
www.geosci-instrum-method-data-syst.net/1/33/2012/ Geosci. Instrum. Method. Data Syst., 1, 33–42, 2012
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Fig. 4. Readout system for MAPM. The front-end (FE) board, con-
necting the MAPM, has two multichannel chips for the trigger gen-
eration and the signal readout. The mother-board hosts the Ethernet
Controller Module (ECM), the High Voltage (HV) module, the LED
pulser system and the clock readout devices.
of a trigger, setting the dead-time scale of each telescope
plane. The chip consumption is about 150 mWpC−1 for
32 channels and the electronic cross-talk has been measured
to be negligible with respect to optical cross-talk which is
around 2 %.
The global data acquisition system is built as a network
of “smart sensors” (Girerd et al., 2000). Once the data is
collected by the multichannel chips, they are digitized and
pre-processed by an Ethernet controller module plugged on
a controller mother board (Fig. 4). The same type of ar-
chitecture is also valid for the MPPC option where only the
front-end stage has to be adapted. The data acquisition sys-
tem performs the detector configuration, the monitoring, the
event building and data transfer to the on-board computer
(Marteau, 2009). The distributed client/server software is
based on the Common Object Request Broker Architecture
(CORBA) standard (www.corba.org). Each retained hit con-
tains the signal intensity (in ADC counts), the timestamp and
the X and Y coordinates of the interaction. The readout is
running continuously, data are processed and filtered online
and stored locally. Since the telescope is running in trigger-
less mode, hit timestamp accuracy is a critical issue. A clock
broadcasting system synchronizes all sensors with a common
clock unit regulated by GPS.
3.2 Clock distribution system
A global common clock is necessary to synchronize all nodes
of the distributed system. The bi-directionality of the system
allows the control of the signal reception and the measure-
ment of the propagation time with acknowledgement signals
(Marteau, 2009). After correction of the propagation delays,
the value of the local fine counters on each sensor is used
for the event time stamping, ensuring an overall accuracy of
10 ns, well adapted for defining coincident events between
the detection planes during the event building phase. The
coincidence window for XY coincidence is then of 10 ns at
maximum, since it represents one clock shot.
3.3 On-board computer
The on-board computer is linked to the Ethernet controller
modules and to the WiFi antenna through which it commu-
nicates with the outside and acts as a gateway for the whole
system. The choice of the hardware was motivated by dif-
ferent considerations and constraints induced by the experi-
ment: its size, field of operation and need of autonomy. The
computer has been assembled with off-the-shelf components
so as to answer to our needs: simplicity and stability, low
consumption, use of market standards.
The on-board computer acts as the server: it runs the data
acquisition (DAQ) software that periodically interrogates on
a per-cycle basis the sensor applications to retrieve the list of
hits: these lists are merged and sorted in time, then, an algo-
rithm is applied, looking for time coincidences and possible
clustering logic. Specific cuts on hit position, energy, multi-
plicity may be applied afterwards. Data are then written di-
rectly on hard disk. SQLite, a light data base system is used
to handle locally all the configuration and calibration param-
eters of the whole acquisition system (www.sqlite.org). The
DAQ application offers as well a graphical user interface to
handle the data acquisition telescope. It offers a full access
to all sensors for activation/deactivation, calibration and con-
figuration, and at the telescope level, it allows run start/stop
and calibration start/stop.
3.4 Trigger and readout scheme
The DAQ system involves two major processes: a sensor ap-
plication (one per sensor) and a DAQ application (one per
telescope) for data collection and event building. The trigger
scheme is based on a dual level architecture: Level 0 (L0)
applied on the individual plane sensors and Level 1 (L1) ap-
plied online by the DAQ mini-PC to the telescope data col-
lected from all planes. The triggering conditions during a
standard run are the following:
– L0: at least 1 channel above 1 photo-electron threshold
and at least 1 channel above zero suppression threshold
(0.2 photo-electron) in the opposite direction (i.e. 1 XY
coincidence required in a time of 10ns);
– L1: majority condition: at least 2 L0 triggers in time
coincidence within a typical 100ns gate.
All the triggering parameters stated above are adjustable on-
line by software.
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Fig. 5. Left: matrix with open case. Middle: complete telescope at the summit of Mount Etna in Sicily. The dip is 30◦ and the distance
between the two matrices is of 115 cm. Solar conditions there allow single solar unit use. Right: telescope covered with its tarpaulin on La
Soufrie`re of Guadeloupe. Two solar units of 270 W each are mandatory because of cloudy weather.
4 Field telescope
4.1 Mechanical structure
The components described in the preceding Sections were
assembled into a robust telescope that can be installed in a
harsh environment. Generally, a telescope includes two ma-
trices as shown Fig. 2, but a three-matrices arrangement may
be useful to better suppress fake tracks made by two charged
particles interacting simultaneously with the two matrices of
detection (Nagamine, 2003). In some other case, thick iron
plates with a thickness of at least 2 cm may be necessary to
filter electrons (Nagamine, 2003).
The telescope structure must be adaptable to host this op-
tional equipment and to adjust the distance between the ma-
trices in order to adapt the total angular aperture. Moreover
the frame must be modular to facilitate both the transporta-
tion and the installation on the field. Accounting for these
constrains, the frame of the telescope is built with slotted and
anodised aluminium profiles.
A scintillator matrix and its devices (cookie, MAPM,
front-end, ECM and power supply) are placed in a single box
made with 4 profiles and two 1 mm thick aluminium plates
(Fig. 5 left). The interior of the box is painted in black to
dump the effects of potential light leaks and the matrix is se-
cured by means of two bars of profile. The total mass of the
box amounts to 45 kg for a 16× 16 pixels matrix and han-
dles are distributed along the frame for easier manipulation.
Water and light tightness is obtained with a seal applied be-
tween the aluminium plates and the profiles. Four connec-
tors complying with the IP67 norm are used to ensure power
supply and data transfer and a valve equipped with a Gore
Tex membrane allows evacuation of water vapour without
letting liquid water to penetrate into the box. This simple de-
vice proved very efficient to reduce the relative humidity in
the box, for instance, on la Soufrie`re, the relative humidity
varies around 70 % in the box while it is higher than 95 %
outside. We checked that the environmental conditions in the
box were always above the dew point.
The supporting structure of the telescope is made with the
same aluminium profile used for the matrix boxes (Fig. 5
middle), and it is composed of two rectangular rigid frames
and of optional bars to support the tarpaulin (Fig. 5 right).
The rectangular frames are articulated to fix the inclination of
the matrices, and the lower frame can be either equipped with
wheels or with adjustable legs suitable for rough topography.
Auxiliary anchors may be placed elsewhere on the frames to
fix stabilizing cables. Except for the boxes containing the
scintillator matrices, the whole telescope may be disassem-
bled in elements of less than 20 kg.
The common electronic devices (on-board computer, data
logger, DC-DC converters, Ethernet switch, clock board) are
placed in an aluminium case also equipped with a Gore Tex
membrane. This box is hermetically closed against water and
dust, and its metallic surface is sufficiently large to ensure
good thermal dissipation. In practice, the temperature rarely
reaches 45 ◦C.
4.2 Environmental sensors
Several temperature and relative humidity sensors are placed
in the matrix and electronic boxes as well as on the telescope
frame to monitor the environmental parameters outside, and
in the different cases, providing the ambient conditions of
the electronics. Two inclinometers are placed on the frame
to monitor the orientation of the telescope and check that
no catastrophic overturn occurred. The voltage of the power
supply is also measured to check the efficiency of the accu-
mulator charged by the solar panels.
All data are collected by a data logger (e.Reader from
Gantner, www.bgp.fr) which daily sends its data files to the
on-board computer through a ftp connexion. In order to re-
duce its power consumption to 100 mW, the data logger is
almost always in sleep mode and wakes up every 15 min to
perform data logging.
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Table 1. Electrical consumption of the devices.
Component Consumption W
Acquisition boards 2× 7
WiFi antenna 3
On-board computer 13
Ethernet switch 2.5
DC/DC converters 3
Data logger (in wake-up mode) 0.1
Total ≈ 36
4.3 Electrical power and WiFi link
The overall power consumption of the telescope is of about
35W (Table 1) and allows the use of solar units to provide
electrical energy. Eventually, in an environment where vol-
canic ash may alter the solar panels, combustible cells may
be used as well. The total power of solar units to be installed
depends on the meteorological conditions encountered on
field. For instance, the cloudy weather generally present on
La Soufrie`re of Guadeloupe implies an application of a secu-
rity factor of at least 15 to prevent from power failure during
long cloudy periods, where the solar panels are not efficient
enough to refill the accumulators. For this reason, on this
volcano we use two solar units with a maximum power ca-
pacity of about 540W (Fig. 5 right). WiFi antennas are used
to establish a permanent link with the telescope in order to
both transfer data and perform a real time monitoring.
5 Calibration of the telescope response
5.1 Photomultiplier calibration
A first calibration concerns the equalization of the MAPM
channels in order to work with a single threshold for all chan-
nels and therefore simplify the trigger logic. A blue-light
LED diffusing system is plugged into the cookie (Fig. 3) to
calibrate the MAPM response by a statistical analysis of each
MAPM channel spectra, fitted with a Bellamy model which
leads to an average 10 % accuracy on the parameters value
(Bellamy et al., 1994). The LED system is used both for cal-
ibrating each MAPM, as described in the following, and for
monitoring the system stability in-situ.
The MAPM response to a light pulse results from both the
detection of the emitted photons and the signal amplification.
The calibration procedure of a MAPM proceeds as follows:
1. LED spectra fitting at HV=−850 V with 1–2 photo-
electrons injected on average,
2. identification of the channel(s) with the maximal re-
sponse (gain),
2 4 6 8
2
4
6
8
Gains distribution (ADC count)
 
 30
40
50
60 2 4 6 8
2
4
6
8
Gains distribution (ADC count)
 
 30
40
50
60
Fig. 6. Gains distribution over the 8× 8 matrix before (left) and
after (right) gain correction.
3. first raw correction of the high voltage to fix the maxi-
mal response at 106 using a scaling law such as the gain
is set proportional to a power law of the high voltage,
4. first determination of the MAPM response parameters
to a pulse light as described in Bellamy et al. (1994),
5. equalization of the 64 channels gains and insertion of
the shift register parameters in the front-end electronics,
6. LED spectra fitting in this new configuration,
7. second iteration of the procedure if necessary,
8. threshold setting around 0.1 photo-electron, measure-
ment of the dark count rate in auto-triggering mode.
The gain distributions of the 64 MAPM channels before and
after the gain equalisation are shown in Fig. 6.
Finally, the MAPM is connected to the telescope plane and
the counting rate is measured in auto-triggering mode. As
the counting rate includes the natural radioactivity and the
MAPM dark current of the isolated channels as well as the
cosmics rate (∼ 0.01cm−2 sr−1 s−1), the software is config-
ured to select only X and Y coincidences (L0 trigger). On
field, the trigger rate per channel ranges between 10 and
25Hz. When the L1 trigger is applied (at the telescope level)
this trigger rate decreases between 0.27 and 1.67Hz.
When the photomultipliers of each telescope plane are cal-
ibrated, a dedicated cosmic run is started with the planes kept
horizontal. The event selection is limited to the most vertical
tracks which correspond to particles with a trajectory per-
pendicular to the planes of detection. The response of the
telescope plane to the minimum ionising particles is mea-
sured using these vertical events and recorded for future of-
fline data-correction.
The total cross-talk is then measured, it includes all possi-
ble sources: electronics, MAPM (coupling between anodes
on the input window) and cookie-to-MAPM optical cou-
pling. After alignment of the MAPM on the cookie, 8 % of
the total light signal sent on a pixel is shared by the neigh-
bouring channels. Each MAPM pixel has 8 neighbours: 4
with a common side (each receiving about 2 % on the to-
tal light) and 4 at the corner which have a negligible role.
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For instance, in the 16×16 matrices the clear fibres are con-
nected only every two MAPM pixels so any confusion be-
tween cross-talk and multiple events is avoided. In field
measurements, despite possible misalignments caused by the
transportation vibrations, 3.25 % of the total light detected by
a pixel is seen by its neighbours.
5.2 Acceptance of the telescope
The trajectory of a detected event is given by the X (i,k)
and Y (j, l) coordinates of the two fired pixels belonging to
the front (P Fi,j ) and rear (P
R
k,l) matrices of detection. All
pairs of pixels {P Fi,j ,P
R
k,l}, with the same relative position
{m= i−k,n= j−l}, share the same average direction rm,n.
The number of muons detected by the telescope for a given
direction rm,n reads,
N(rm,n,1T )= I (rm,n)×1T × T (rm,n), (1)
where I is the flux of muons given in cm−2 sr−1 s−1, 1T is
the duration of the measurement period, and T is the tele-
scope acceptance expressed in cm2 sr. The acceptance may
be written as,
T (rm,n)= S(rm,n)× δ(rm,n), (2)
where S is the detection surface and δ is the angular aper-
ture. For a given direction rm,n, S is controlled by the pixel
size d and by the number of pairs of pixels having a same
{m,n}, and δ depends on the distance D between the ma-
trices and on the distances xshift and yshift corresponding to
m and n. Figure 7 shows the angular aperture and the accep-
tance for the (2Nx−1)×(2Ny−1)= 961 discrete directions
rm,n of a telescope with two 16× 16 matrices separated by
D = 115 cm, as this shown in Fig. 5. As expected, the ac-
ceptance is maximal for the direction r0,0, perpendicular to
the matrices, since all pixels contribute to the detection sur-
face which is then maximum. The acceptance is small for a
margin corresponding to the directions that most depart from
r0,0 and only a fraction of all possible directions of detec-
tion will be efficient in practice. With D = 115 cm and for
the r0,0 direction, the solid angle is about 2× 10−3 sr, allow-
ing to detect heterogeneities with a size of about 10m at a
distance of 500m, in a few months. To reduce the detection
time, two options increasing the solid angles can be consid-
ered: a reduction of the distance between the matrices or a
merging of some angles of view in a post-processing to in-
crease the solid angle of detection, both options affect the
telescope resolution.
The actual acceptance of a telescope also depends on the
efficiency of the scintillator bars forming the matrices. De-
pending on the quality of optical couplings, a scintillator bar
may have a low response (see for example bar Y12 of the rear
matrix, Fig. 8). This failure may be caused by a bad connec-
tion between optical fibres generated during transportation.
Having the number N of muons detected for each direction
rm,n during a period 1T , the integrated flux I reads,
I (rm,n)=
N(rm,n)
1T × T (rm,n)
(cm−2 sr−1 s−1). (3)
The flux computed with the theoretical acceptance of the
telescope (Fig. 7 middle) is shown on the top part of Fig. 9.
As expected, this open sky flux varies principally with the
zenith angle (Barrett et al., 1952) from 1× 10−4 to 8.5×
10−3 cm−2 sr−1 s−1, but one can observe several defects af-
fecting the expected circular symmetry originated by the
muon flux invariance with azimuth angles. These defects
disappear if the acceptance model takes into account the Y12
bar failure, as shown in the right part of Fig. 7. The corrected
muon flux recover its circular symmetry around the zenith as
can be observed on the bottom part of Fig. 9. A more ac-
curate calibration method of this sensor has been developed
to correct any image distortion due to more or less efficient
bars, see Lesparre et al. (2012).
6 First field measurements
The installation of a muon telescope on field with harsh con-
ditions requires first runs of calibration to ensure the sensor
efficiency. We check the fluctuations with time of the total
number of events detected and their distribution per bar to
detect any loss in efficiency of the whole telescope or any
bar failure (Fig. 8). The photomultipliers show the same gain
and pedestal stabilities as in laboratory. The cross-talk mea-
sured on field did not exhibit any changes despite vibrations
during the transportation leading to possible changes in the
cookie-MAPM alignment.
Four telescopes with Nx =Ny = 16 matrices are still op-
erating in various field and weather conditions (Fig. 5):
Mont-Terri underground laboratory, summit of Mount Etna
in Sicily, Soufrie`re of Guadeloupe, Britanny in France
(Marteau et al., 2011). We recorded consistent data sets
to establish first radiographies of Mount Etna and Soufrie`re
of Guadeloupe, besides series of measurement in the Mont
Terri underground laboratory (Switzerland) will give us an
access to establish a 3-D radiography with trajectories in-
tersecting inside the solid rock. Compared to the data set
acquired in open-sky conditions, the muon flux decreases
strongly when the sensor is configured to image a geologi-
cal object. For instance when the sensor is placed inside the
Mont Terri underground laboratory, the detected flux is of
3× 10−6 cm−2 sr−1 s−1 on average for a thickness of rock
sounded of about 400m. Across La Soufrie`re de Guade-
loupe volcano the detected flux may be lower than 1×
10−6 cm−2 sr−1 s−1 as the thickness of rock reaches 800m
for some angles of view of the telescope. The detected flux
is thus severely reduced by the presence of hundreds me-
ters of rock in between the sensor and the incoming cosmic
muons. In such conditions it is important to consider the
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Fig. 7. Azimuthal angular properties of a telescope equipped with two 16× 16 matrices with pixel size d = 5 cm and separated by D =
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Fig. 8. Events distribution detected on the front and rear X and Y
planes. The data are collected during 170 h under a zenith angle of
1.35◦ and for an azimuth angle of 45◦.
level of background noise and perform means to reduce its
amplitude such as the installation of a third detection matrix
or absorbing screens (Nagamine, 2003).
The telescope installed on La Soufrie`re has now more
than one year of measurements without any failure despite
the hurricane season, strong wind occurrence and heavy rain
episodes exceeding 100 mm day−1. The monitoring of this
telescope allows to check that the relative humidity inside
the electronic containers varies around 70 % and that the
dew point is far from being reached. Because of cloudy
periods which may last a full week, the acquisition may be
switched off because of power failure. A WiFi link allows the
monitoring of the acquisitions interruption and relaunch. A
three-planes detection configuration is used and only events
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Fig. 9. Top: detected flux in open sky conditions. Number of par-
ticles detected divided by the acquisition time and the theoretical
telescope acceptance. Bottom: corrected flux of particles detected,
computed with the acceptance on right Fig. 7. The zenith angles are
indicated.
in triple coincidence with a straight trajectory are retained.
The presence of the third detection plane increases the pu-
rity of the data sample by filtering fake tracks, which may
bias the analysis of the muon flux attenuation through matter
(Nagamine, 2003). Analysis of current and past data sam-
ples is still underway while statistics are increasing and new
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actions are planned to better constrain our results (new open
sky calibration runs in triple coincidence and completion of
a Geant4 simulation model).
7 Conclusions and perspectives
In this article we detail the design, commissioning and run-
ning of scintillator telescopes dedicated to muon tomogra-
phy of large geological structures such as volcanoes. The
telescopes architecture is adapted from a well-known tech-
nology used in large high energy physics experiments such
as OPERA (Lucotte et al., 2004; Marteau et al., 2011).
Data acquisition are now underway on different field con-
ditions while the data analysis is under development. A cali-
bration method to correct bars different efficiencies has been
established (Lesparre et al., 2012). The telescope commis-
sioning and running protocols are validated.
We propose the MPPC option to replace the MAPMs.
Tests and comparisons are underway to produce quickly a
new hybrid telescope mixing both photosensors. As the tele-
scope set up is confirmed, bigger matrices with 24× 32 pix-
els are in construction to improve the telescope acceptance.
Each telescope developed for an installation in open sky will
be equipped with at least three matrices in order to increase
the signal to noise ratio, and therefore the images contrast.
After the completion of the exploratory steps detailed in the
present article, a very rich and promising programme of data
taking, research and development as well as modelization are
now established.
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